[Spectrozonal X-ray detector].
The design of a spectrozonal X-ray detector is described. Choice of spectral ranges for reproducing the color separation of X-ray images is under discussion. The research results of dependence of the quantum efficiency of registration of the spectrozonal detector on the quantum energy of X-ray radiation and on the design parameters of the converter are presented.